Specifications for Anesthesia Workstation

	·   Advance anesthesia ventilation with re-breathing system fitted
· Suitable for use in all ages from neonate to adult
·   Optimized system for low flow anesthesia 

·   Warmed breathing system 

·   Low Flow Alarm 

·   Accurate, reliable flow sensor 

·   Integrated gas and agent monitoring with optional integrated physiologic monitoring
· Gas powered ventilation capability from neonate to adult
· Integrated with anesthesia machine

· Ventilator with SIMV capability

· Ventilator with pressure support capability

· Colour monitor screen

· Computerized charting capability
· Should be pre fitted with Fluotec Mark IV  halothane vaporiser



· Double flowmeter tubes
· Flow meter protection shield

· Hypoxia guard

· Oxygen supply pressure sensor alarm

· Oxygen Supply Pressure failure device

· AC and DC line power sensor and alarms

· Anti disconnect fresh gas outlet

· Cabinet with minimum two lockable drawers

· Integrated DISS pipeline inlets

· Modular Oxygen and Nitrous Oxide Yokes

· Pneumatic/ Electric interface main switch

· Oxygen and Nitrous standard and Air optional

· CO2 absorber

· E Cylinder and Central Gas connections
