Specifications for C Arm.

Flexible choice between 12” image intensifier

Extended rotation for vascular projections

High Definition imaging technology

Compact MobileView Station

C-arm rotation – up to 135o – to provide projections necessary for most vascular procedures.

 

	Image enhancement resulting in high quality images at a low X-ray dose.  

· Fully digital imaging chain with advanced noise reduction and 2D edge enhancements for higher image quality

· Software that finds, tracks and defines the field of view to anatomy for ‘first shot right’ imaging

· Automatic Shutter Positioning – optimal shutter positioning for the best quality image possible and a clear view of the region of interest

· Automatic contrast/brightness – real-time contrast and brightness control at the touch of a button improves ease-of-use and provides faster control for better image quality
	


 Monitors able to be turned toward the physician at any angle at the start of the procedure and back to the operator at the end to process the images. 

Two 18” monitors ensure high quality image viewing

Monitor height to be adjusted to physician preference

The C arm should be connectable to data receiving computer and capable of recording both still images and real time moving video fluoroscopic images.
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