Specifications for Procurement and Installation of Photodynamic Therapy Unit at Department of Radiotherapy, CSM Medical University, Lucknow
Technical and financial bids are invited to supply and install the fully functional Photodynamic Therapy Unit with following specifications for the treatment and research in the area of neoplastic diseases and otherwise:

· Two sets of basic unit having radiation laser light source (wavelength rang 400- 1000nm or more wide) with entire range of probes, contrast dye, diodes, radiometer to detect the wavelength and energy, connecting cables, patient therapy bed, all range of endoscopes, monitoring system with LCD display, adequate power back up for minimum of five hours, gazettes required for biosafety for both physician and patients.
· Radiation light source (wavelength rang 200-400nm) and radiometer for UV measurement including detection probes and other facility related to PUV-A therapy for patients. 

· The supply should also include FDA approved lead molecules (Photo-sensitizers) sufficient for 500 patients in a span of five years (as and when required bassis) mainly including, Aminolevulinic acid (ALA or Levulan), porfimer sodium (Photoferin), Methyl ester of ALA (Metvixi cream), and latest molecules available at the time of installation and further up to five years.     

· All the required accessories to ensure the smooth functioning of the unit.        
Training

The vendor should provide comprehensive training for operational activities of the Photodynamic Therapy Unit on site for adequate period. Besides that training in a well-advanced center in any developed country for two designated employees of the Institute also to be provided and included in cost. The training period should be adequate to transfer the technology at our Institute.
 

5. Warranty

The supplier shall give a comprehensive warranty for five years after installation on the entire Photodynamic Therapy Unit including supply of FDA approved lead molecules (photo sensitizers) for 500 patients in a span of five year from principals. There will be no parts / services excluded. Comprehensive maintenance contract for next five years after expiry of warranty should be quoted separately. All parts and accessories like UPS batteries are included during the warranty and CMC period. The firm is responsible for import of spare parts, custom clearance including taxes and transportation to the hospital during the warranty and CMC period without any additional payments by Institute.

Turnkey jobs:

In Photodynamic Therapy Unit Room 
The vendor is required to liaise with the engineers of the construction agencies to co-ordinate the installation of the equipment at site. Civil, electrical and air-conditioning will be to the account of the construction agency, but it is the vendor’s responsibility to ensure that timely and unambiguous instructions are provided in writing to the construction agency to avoid any mis-communication or delay. 

Besides, the following are to be supplied:

· Cupboards with drawers all through the walls in the room to keep the accessories, manuals, etc.
· Entire furniture necessary to run the facility smoothly.
General Conditions:

1. The supplier shall quote for the most recent model of their machine.

2. Number of installations in India and worldwide should be provided for the quoted model only. Such installations should have been supplied directly by the quoting firm itself.  

3. Declare separately the FOB and CIF prices.

4. List of factory-trained engineers in India should be provided.

5. Time taken to ship the spare parts during warranty period and also after warranty period should be specified. No payments towards customs duty will be done for parts shipped in warranty period.

6. Up time guarantee of 95% or more should be provided during warranty and CMC period.

7. Warranty: The supplier shall give a comprehensive warranty for five years after installation of the system including local items (and battery replacements). 

8. The supplier should provide comprehensive maintenance contract inclusive of customs and all taxes for the next five years (i.e. years 6 to 10 inclusive). The CMC shall be in the range of 3 to 5% of the (FOB + Rupees value of all the local items if any excluding turnkey) with annual inflation in the range of 8 to 10% of the original CMC value. All the items including consumable for functioning the equipment needs to be included in the CMC and no exclusion criteria will be accepted. The batteries of the UPS will be included in the above CMC quote. 

9. The electrical panel distribution and turnkey jobs such as furniture for control console and inside the CT scanner room for housing all equipment related accessories will be included in the quote in Indian Rupees.

10. The lowest bidder (L1) will be identified by adding up prices quoted the main equipment in CIF and CMC for the next five years and local items/ turnkey quoted in Indian rupees. One time payment of customs duty during import of main equipment will be done by the Institute. Initial customs payment, transportation charges, incidental taxes up to site to be done by the vendor and claimed from Institute to avoid demurrage charges.
11. Compliance statements and pricing must be in the same order and numbering as stated in this document. Also provide a copy of the invoice (scope of supply) without the prices in the technical bid for comparison.
12. The comparison for prices will be done by converting the foreign currency exchange rates obtained from the State Bank of India on the date of opening of the price bid.

13. The machine shall be AERB type approved.

14. Time taken for the delivery of the equipment and installation and commissioning should be mentioned.

15. Uptime Warranty: 95% uptime warranty should be provided. In case the equipment is down beyond the 95% uptime, penalty of Rs.5000/- per working day will be levied/ subtracted from the CMC payment. 

16. Installation and Commissioning should be undertaken within three months of the arrival of the equipment or handling over the site for installation.


































